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Abstract: We have developed a novel multimodal microscopy system that 
incorporates confocal Raman, confocal reflectance, and quantitative phase 
microscopy (QPM) into a single imaging entity. Confocal Raman 
microscopy provides detailed chemical information from the sample, while 
confocal reflectance and quantitative phase microscopy show detailed 
morphology. Combining these intrinsic contrast imaging modalities makes 
it possible to obtain quantitative morphological and chemical information 
without exogenous staining. For validation and characterization, we have 
used this multi-modal system to investigate healthy and diseased blood 
samples. We first show that the thickness of a healthy red blood cell (RBC) 
shows good correlation with its hemoglobin distribution. Further, in malaria 
infected RBCs, we successfully image the distribution of hemozoin (malaria 
pigment) inside the cell. Our observations lead us to propose morphological 
screening by QPM and subsequent chemical imaging by Raman for 
investigating blood disorders. This new approach allows monitoring cell 
development and cell-drug interactions with minimal perturbation of the 
biological system of interest. 
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1. Introduction 

Imaging a live cell without staining is a major challenge. The most widely used non-staining 
technique for visualizing transparent living cells is the phase contrast method. Sub-cellular 
components induce changes in optical path length, and the resulting phase variation can be 
transformed into intensity variation. Our laboratory has developed several forms of 
quantitative phase microscopy (QPM) based on interferometry techniques. QPM has provided 
the quantitative morphological structure of a living cell in 2D [1,2]. An imaging detector, such 
as a CCD, is used to capture distorted interferograms from samples, and optical phase delays 
are calculated. Phase delays can be used to directly compute important physical cellular 
properties. For samples that are fairly homogeneous, it is reasonably inferred that phase delays 
provide direct information about cell shape. A healthy red blood cell (RBC), which can be 
considered to have internally uniform hemoglobin distributions, is an important example of 
this. 

However, most biological samples have a complex intra-cellular structure. Even the 
relatively simple, homogeneous healthy RBC becomes quite heterogeneous when diseased 
(e.g. upon malaria infection). Two-dimensional projections of phase delays contain 
information about cell shape and about sub-cellular structure. It is important to decouple these 
two features when studying either different eukaryotic cells or the same cell when pathology 
simultaneously alters both cell shape and sub-cellular structure. One way to achieve this 
separation is to measure phase delays from different angles (tomographic phase microscopy) 
[3]. From such measurements, variations in refractive index (which is indicative of sub- 
cellular structure) can be determined. Another approach is to use high-resolution confocal 
reflectance microscopy to independently measure cell shape [4]. Although this approach does 
not provide as high quality morphological information as does tomographic measurement [3], 
it offers reasonably good decoupling in a much simpler and faster manner. 

Other investigators have also developed methods based on digital holography, itself an 
extensive form of interferometric measurement. The QPM techniques from our laboratory can 
be considered as off-axis digital holography at the focal plane. In digital holography, object 
information can be retrieved by numerical reconstruction from the digitally captured 
hologram. In particular, digital holography [5] has been used for quantitative microscopy. In- 
line digital holography is implemented with phase-shifting methods [6] and applied to 
microscopic imaging [7]. High axial resolution [8] is achieved with multiple phase-shifted 
holograms. For faster imaging, researchers have also developed off-axis holography in which 
phase information is calculated from a single hologram [9]. Off-axis digital holographic 
microscopy has been successfully applied in cell studies [10,1 1]. 

Overall, QPM benefits from its inherent fast and full-field characteristics. It provides 
quantitative morphology from untreated cells at faster than video rate. However, its usefulness 
for addressing realistic biological situations has been limited due to its inherent lack of 
chemical specificity. A refractive index variation inside of a cell is caused by the 
heterogeneous distribution of chemicals such as nucleic acids, proteins, and lipids. 
Researchers have long-desired to look at chemical information to monitor cell development or 
cell-drug interaction in the cell's natural state. Since phase measurements are indirect, phase 
contrast images come with a fundamental (and often confounding) question: "What causes the 
variations in the cell's refractive index?" 

Since its first observation in 1928 [12], Raman scattering has been widely used as an 
analytical tool in many fields. Small amounts of inelastically scattered light from a sample 
carry "fingerprint" vibrational information that can be used for both qualitative and 
quantitative analysis. Incorporating confocal microscopy [13], which is extensively used to 
obtain three-dimensional information, into conventional Raman spectroscopy provides an 
exciting opportunity for obtaining accurate chemical and morphological information with high 
spatial resolution [14]. Raman spectroscopy can distinguish macromolecules as well as large 
structural features such as organelles by their characteristic Raman spectra [15-17]. Several 
types of bacteria can be easily identified with Raman spectroscopy [18]. Despite its great 
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promise, confocal Raman microscopy, in contrast to fluorescence imaging, has not been 
widely used for cellular imaging because the signals of Raman scattering are intrinsically 
weak. Recently, Xie and associates used coherence-based enhancement techniques to produce 
Raman signals strong enough for high-speed imaging [19-21]. These techniques have gained 
widespread acceptance and have been successfully applied in biological investigations. 
Furthermore, despite the weak signal of spontaneous Raman spectroscopy, it has been 
successfully used in clinical applications of a point measurement device. The success of this 
method has been due to its relatively simple instrumentation and ability to track multiple 
components. Also, even with a weak Raman signal, the spectroscopic information from a 
laboratory-based Raman microscope can be used to characterize tissues in disease states such 
as breast cancer [22] and arteriosclerosis [23]. 

The relatively simple structures of RBCs make them an almost ideal cell type for both 
QPM and Raman microscopy. Since their internal structure is relatively homogeneous, the 
shape of an RBC can be directly inferred from phase delay information. Perturbations to this 
homogenous internal structure can be measured and interpreted as changes in cell morphology 
[24-26]. For example, RBCs infected with the malaria parasite Plasmodium falciparum 
undergo significant changes in internal structure as the parasite develops. In previous studies, 
the various stages of parasite development were distinguished by the observed changes in the 
infected RBCs shape and membrane fluctuations [27]. Sickle cell anemia has also been 
studied [28]. Fundamental RBC biology has been explored using QPM [29,30]. However, the 
lack of molecular specificity inherent in QPM prevents unambiguous and detailed quantitative 
analyses when substantial changes in chemical composition and morphology occur 
simultaneously. 

It is precisely the case that both kinds of change occur as P. falciparum develops within 
the RBC. Large quantities of initially uniformly distributed hemoglobin are taken up by the 
parasite and digested. The released heme is then polymerized to hemozoin, which is 
concentrated within a sub-cellular parasite compartment. The chemical environment of the 
heme present in hemoglobin is different from that in hemozoin, and the two environments can 
be detected, distinguished, and quantitatively characterized by Raman spectroscopy 
[31,32,35]. Raman microscopy has been previously used for such purposes in studies of 
parasite-infected RBCs. However, wide field imaging (imaging multiple RBCs) is still 
challenging due to the intrinsically weak Raman signal. Multimodal approaches to address 
this problem have been attempted, but quantitative morphological data could not be obtained 
[33]. The lack of such data limits the development of automated screening to study the time- 
resolved impact of different anti-malarial drugs on hemozoin formation in developing 
parasites. 

In the work reported in this paper, we combined confocal Raman and quantitative phase 
microscopy. Both imaging modalities use intrinsic contrast mechanisms. The combined 
system provides a powerful tool for obtaining both morphological and chemical information 
from unlabeled samples. Several interesting biological studies are in progress using this 
unique capability of the system. For example, we are using this system to investigate different 
blood disorders. In such a study, QPM is first used as a screening tool to select abnormal 
RBCs from a wide field of view. Next, we use Raman to map the selected cells and gather 
detailed chemical information. In the present work, we obtained multimodal images from 
healthy blood smears in which the thickness of each RBC shows good correlation with the 
measured hemoglobin distribution. Furthermore, the hemoglobin and hemozoin distributions 
are clearly distinguished in the parasite-infected RBCs. 

2. Methods 

2.1. Instrumentation 

The setup (Fig. 1) is based on a home-built inverted microscope. Variable intensity-controlled 
white LEDs (not shown) are used as an illumination source for bright field imaging. The 
CMOS camera (BCN-B050-U, MightTex) is used to capture the image. Because the cells are 
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transparent, oblique illumination (diffracted-light contrast enhancement, DLC) is used to 
enhance the cellular features [34]. A frequency-doubled Nd:YAG laser (Millennia 5sJ, 
Spectra-Physics) at 532 nm is the pump source for a CW tunable Tksapphire Laser (3900S, 
Spectra-Physics). The 785 nm output is used as the excitation source for both the confocal 
reflectance and confocal Raman systems. For high resolution imaging, a water immersion 
objective lens (Olympus UPLSAPO60XWIR 60X/1.20) is used. A flip mirror, placed after the 
tube lens, allows the image focused at the sample plane from the incoherent transmission 
source to be observed at the video camera with -67 x magnification. The collimated beam is 
band pass filtered (BPF, LL01-785-12.5, Semrock) and redirected to dual-axis galvanometer 
mirrors (CT-6210, Cambridge Technology) by a dichroic mirror (DM1, LPD01-785RU-25, 
Semrock). After the galvanometer mirrors, the beam size is adjusted by a telescope and 
focused at the sample plane by an objective lens. XY positioning is achieved by a micrometer- 
controlled stage (406, New Focus). Coarse and fine adjustment of sample focus is done using 
a piezo actuator combined with a differential micrometer (DRV517, Thorlabs). 




Fig. 1 . Home-built multimodal microscopy system. The system incorporates confocal Raman, 
quantitative phase contrast, confocal reflectance and bright field microscopes. By combining 
four intrinsic imaging modalities, quantitative morphological and chemical information can be 
acquired from unstained live cells. The high-throughput stage (in the dashed line) is for 
characterizing liquid or powder samples that do not require spatial resolution. 

At the sample plane, refractive index gradients in the sample give rise to the confocal 
reflectance signal, and the molecular bonds in the sample give rise to the inelastically 
scattered spontaneous Raman signal. Both signals retrace the excitation beam path until the 
first dichroic mirror (DM1). Raman scattered light passes through the first dichroic mirror 
while the major portion of the elastically scattered Rayleigh beam is rejected. The remaining 
Rayleigh light after the first dichroic mirror is filtered again by the second dichroic mirror 
(DM2, LPD01-785RU-25, Semrock), and is subsequently measured as the confocal 
reflectance signal. Both confocal reflectance and confocal Raman signals are collected by 
standard multimode fibers which are replaceable depending on the resolution and signal 
strength from the sample. It is worth mentioning that these two imaging modalities provide 
sample information from exactly co-registered sample points, which cannot be achieved from 
bright field imaging. In order to analyze liquid or powder samples that do not require 
spatially-resolved imaging, an additional high-throughput arm is included with minimal 
optical elements for single point measurements. 

The confocal Raman signal is delivered to an imaging spectrograph (HoloSpec f/1.8i, 
Kaiser Optical Systems) and spectra are captured by a liquid nitrogen cooled CCD (LN/CCD- 
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1340/400-EB, Roper Scientific). The confocal reflectance signal is delivered to a 
photomultiplier tube (PMT, H9656-20, Hamamatsu) and amplified by a PMT controller 
(C7169, Hamamatsu). Lab view 8.2 software (National Instruments) and a data acquisition 
board (PCI-6251, National Instruments) are used to control the devices. 

As a simple form of QPM instrumentation, Hilbert phase microscopy [1] is included in the 
setup. A Mach-Zehnder interferometer is integrated into the scanning microscope. The laser 
beam is divided into object and reference beams and superimposed in front of the camera, 
which is also used for bright field imaging. Pixel to pixel distance of the camera is 2.2 um. 

2.2. Analysis 

The off-axis interferogram from the Mach-Zehnder interferometer is processed using the 
standard Hilbert transform [1]. Briefly, the interferogram is Fourier transformed and the first 
order signal is selected in Fourier space. The phase from the inverse transformed field gives 
the optical phase delays in the sample plane. To extract phase delay for the sample only, we 
separately measure the reference phase information without a sample in the field of view and 
subtract it from the phase delays for the sample. The phase resolution measured from the 
empty area without sample was 0.067 radians (-A./100). The RBC has a relatively uniform 
sub-cellular structure. Assuming that the RBC is predominantly composed of hemoglobin, 
optical phase delays can be directly converted into RBC thickness. 

Dominant spectra are calculated by principal component analysis and Raman images are 
reconstructed from their spatial distribution. For healthy RBCs, the hemoglobin Raman signal 
mainly dominates the spectra. Unlike healthy RBCs, malaria-infected RBCs contain 
additional major components such as malaria pigment (the hemozoin crystal), which can be 
used to indicate the progression of the disease. Composed of polymerized heme molecules, 
hemozoin has distinct iron-carboxylate bonds yielding a Raman signature different from that 
of hemoglobin. From the Raman images, hemoglobin and hemozoin regions can be clearly 
distinguished. 

2.3. Sample preparation 

A drop of blood was collected from a healthy volunteer and used for the blood smear. After 
being dried for 30 minutes in the air, the sample was installed on the microscope sample 
stage. 

P. falciparum strain 3D7 was cultured in leukocyte-free human RBCs (Research Blood 
Components, Brighton, MA) under an atmosphere of 5% 0 2 , 5% C0 2 and 90% N 2 , at 2% 
hematocrit in RPMI culture medium 1640 (Gibco Life Technologies) supplemented with 25 
mM HEPES (Sigma), 200 mM hypoxanthine (Sigma), 0.20% NaHC0 3 (Sigma) and 0.25% 
Albumax II (Gibco Life Technologies). Parasites were synchronized by treatment with 5% 
sorbitol at least 12 hours before sample collection. For microscopy, RBCs infected with late- 
stage parasites were pelleted and resuspended at -2% hematocrit in Alsever's acid citrate- 
dextrose buffer (114 mM glucose, 27 mM sodium citrate, 72 mM NaCl, pH adjusted to 6.1 
with citric acid). 

3. Results and Discussions 

We have used a system combining QPM and confocal Raman microscopy to investigate both 
healthy and P. falciparum-infected RBCs. Bright field images (Fig. 2(a)) were used to find a 
proper sample position. For QPM measurement, an off-axis interferogram is captured from 
the same field of view. The Hilbert transformation was used to calculate phase delays caused 
by the sample. Assuming hemoglobin is uniformly distributed inside of RBC, this phase 
image can be converted into the thickness of the RBC (Fig. 2(c)). The confocal reflectance, 
which is reconstructed from rejected Rayleigh light, has exactly the same field of view as the 
confocal Raman image. Since Raman mapping is a time-consuming process, confocal 
reflectance (Fig. 2(b)) provides the guidance for confocal Raman image. The sample is 
illuminated with 3.5mW of laser power and the Raman signal is integrated for 3 seconds from 
each pixel. It took about 45 minutes to acquire the 30 x 30-pixel Raman images in Fig. 2(d). 
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(a) 




Fig. 2. (a) Bright field, (b) confocal reflectance, and (c) quantitative phase contrast images of a 
healthy blood smear. The color bar indicates phase variation in radians, (d) Hemoglobin 
distribution from Raman mapping for the boxed RBC in (a). 

Previously [27], we have shown that QPM can distinguish healthy RBCs from the 
abnormally- shaped P. falciparum-infected RBCs. Although it does not have the desirable 
molecular specificity, QPM has features that make it an attractive screening tool. First, three- 
dimensional cellular structure in a full field of view can be acquired very rapidly. Depending 
on the instrument's configuration (e.g. objective lens magnification and imaging device 
acquisition speeds), more than a million cells can be screened per second. For comparison, the 
most commonly used current diagnosis technique is manual inspection of a Giemsa-stained 
blood smear by light microscopy, and this requires a trained technician who can only score 
fewer than 100 slides per hour. As the fraction of P. falciparum-infected RBCs may be quite 
low (< few percent), rapid screening to identify infected cells for detailed chemical 
characterization is critical for maintaining overall high efficiency of the imaging process. We 
anticipate that with quantitative morphological information, the screening process can be 
automated in the future. 

Abnormal RBC morphology is associated with, but not specific to, P. falciparum 
infection. Acanthocytes, which are abnormally shaped RBCs, can also be observed in other 
diseases. For example, liver disease and uremia generate spiky RBCs which can be mis- 
classified as P. falciparum-infected RBCs. QPM in screening mode identifies suspicious 
RBCs for Raman mapping, which provides the detailed chemical information needed to 
distinguish different RBC pathologies. Figure 2(d) shows the distribution of hemoglobin in 
the selected RBC in Fig. 2(a). From the principal component analysis, the dominant spectrum 
corresponds to hemoglobin and Fig. 2(d) shows its distribution. 

To illustrate that our system is capable of providing quantitative data on P. falciparum- 
infected RBCs, trophozoite- stage RBCs were analyzed. At this developmental stage, RBC 
hemoglobin concentrations have declined and parasite hemozoin content has increased. By 
measuring the hemozoin accumulation, therefore, parasite development can be directly 
monitored. Direct monitoring is especially relevant because some potent anti-malarial drugs 
are known to bind heme and disrupt hemozoin formation in vitro. This disruption is proposed 
to increase the labile heme concentrations to levels that are toxic to the parasite [36]. Being 
able to directly image changes in both hemoglobin and hemozoin content at the same time 
provides an important opportunity for connecting the in vitro and in vivo biochemistry of 
hemozoin formation, particularly during anti-malarial drug perturbation. 
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(e) (f) 

Fig. 3. (a) Bright field image for blood smear, (b) QPM image for the boxed RBC in (a), (c) 
Raman image reconstructed from the first principal component. Scale bar represents 2um. (d) 
Spectrum of the first principal component, (e) Raman image reconstructed from the second 
principal component. Scale bar represents 2(im. (f) Spectrum of the second principal 
component. The characteristic hemozoin peak at 1374 cm"' is clearly shown. 

With the wide field of view, we located suspicious RBCs and QPM was used to confirm 
the abnormal shape and refractive index from the infected cells. Figure 3(a) shows the suspect 
RBC in bright field image. QPM image in Fig. 3(b) shows morphological feature on the RBC 
surface which is a potential indicator for malaria infection. Raman mapping was performed on 
a selected RBC. It took about 30 minutes to acquire the 25 x 25-pixel Raman images in Fig. 3. 
As for the case of healthy RBCs in Fig. 2, we applied principal component analysis. Figure 
3(c) shows the distribution of the first principal component with the corresponding spectrum 
shown in Fig. 3(d). The spectrum in Fig. 3(d) closely resembles the hemoglobin spectrum. 
Figure 3(e) shows the distribution of the second principal component with the corresponding 
spectrum shown in Fig. 3(f). The characteristic hemozoin peak at 1374cm -1 (V4 band of 
porphyrin enhanced by hemozoin formation) is clearly shown and confirms that hemozoin is 
localized in the region indicated by the arrow. Furthermore, hemozoin localization has good 
correlation with the small morphological feature in the QPM image in Fig. 3(b). Compared to 
the healthy RBC (Fig. 2), which has only one dominating chemical component (hemoglobin), 
the malaria-infected RBC has two major components (hemoglobin and hemozoin). 

4. Conclusions 

We have developed a novel multimodal microscopy system. Combining quantitative phase 
microscopy (QPM) with confocal Raman microscopy provides label-free, quantitative 
morphological and chemical information from unfixed cells. The combination offers an 
excellent system for monitoring cell development and cell-drug interactions. 
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To validate this new system, we analyzed both normal and P. falciparum-mfected RBCs. 
The thickness of an RBC determined by QPM correlates well with its hemoglobin distribution 
obtained by Raman imaging. Furthermore, we observed that the distribution of hemozoin 
distribution in a malaria-infected RBC in the trophozoite stage is localized inside the host 
RBC. In the near future we will use this system to investigate P. falciparum development in 
RBCs to better understand how different anti-malarial drugs perturb this process and impact 
the process of the degradation of hemoglobin and consequent accumulation of hemozoin. 

Although we used RBCs as samples for system validation, the usefulness of the new 
multimodal system is not limited to the study of blood disorders. It can be used for a large 
variety of cellular studies, and many interesting projects are currently under way with this new 
system. 
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